
OAKLAND IMAGING DIAGNOSTIC CENTER 
Oakland Medical Group Division 

27483 Dequindre Suite 101 
Madison Heights, Michigan 48071 
{248) 544-9050 

August13,2014 

United States Nuclear Regulatory Commission 
Region Ill, Materials Licensing Section 
2443 Warrenville Road, Ste 210 
Lisle, IL 60532-4352 

Michigan Healthcare 
PROFESSIONALS 

Re: Expediancy Please. Close-out location for license # 21-25929-01, Oakland 
Imaging Diagnostic Center- North, 3950 S. Rochester Rd., Suite 1200, Rochester Hills, 
Ml site 

1. A close-out survey was performed on 08/07/14 of our Oakland Imaging 
Diagnostic Center- North, 3950 S. Rochester Rd., Suite 1200, Rochester 
Hills, Ml address and is enclosed for your review. We have also enclosed a map 
of all areas wipe tested. We are asking for expediency as construction crews are 
ready to begin work. 

2. We did not dispose of radioactive materials by release to sewers or incineration. 
In addition, there were no spills or leaking sources of any long-lived radioactive 
material or on-site burials of radioactive materials. A leak test is enclosed for your 
viewing. All sealed sources were transported to our other site in Madison 
Heights. 

Cordially, . ·~ 

/j_/'~ 
Harold Margolis, D.O. 
OAKLAND IMAGING DIAGNOSTIC CENTER 

-· .. 
RE C EIVEO AUG 1 B 2014 



~7 MJ~.Ca mCONSU~TAPITS. INC. 

Licensee: Oakland Imaging Diagnostic Center-North Date: 05/30/14 

Performed by: Laura Luna 
Calibration Calibration 

Nuclide Type Activity Date Location M/N SIN 

1140-51-15 Cs-137 Vial 198.1 uCi 12/01/05 Hot Lab IPL 

Current Activity: 162.BuCi 

Ba-133 Vial 249.3 12/01/05 Hot Lab IPL 1140-49-8 
Current Activity: 142.5 

Co-57 Flood 10mCi 08/01/13 Hot Lab PF24R0571 OM 1681-158 
Current Activity: 4.618mCi 

Comment: The sources listed above were leak tested using a dry wipe technique and were found to have less 

than 0.005 uCi removable activity. The following Minimum Detectable Activities are based upon a background 

at the indicated value. Background was at or below these levels when the above tests were completed. 

Well Counter: Captus 3000 

Nuclide 

Cs-137 

Ba-133 

Co-57 

MDA 

2.0 x 1 o -4 uCi 

8.8 X 10 -B uCi 

1. 7 X 1 0 "5 uCi 

Background 

145 counts/1 min 

204 counts/1 min 

53 counts/1 min 

RADIATION SAFETY OFFICER:-------------------
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Close-out Survey 

Date Performed: 07/25/13 

Performed By: Laura Luna, Physics Consultant 

MPC 
MEDICAL PHYSICS 
CONSULTANTS, INC. 

Wipe tests analyzed with a CRC-15W well counter. Efficiency for Co-57 is 81%. MDA 
is 95 dpm. 

Survey performed with Eberline survey meter model E-520 with side window probe, S/N 
4999, calibrated on 04/15/14 with a check source reading of 1.1 mR!hr. Range used 
was 0.01 mR!hr. 

All sealed radioactive sources were transported to our office at 27483 Dequindre Road, 
Suite 101, Madison Heights, MI.. There is no history of any leaking sources. 

History of Radionuclides Used 

Tc-99m was last used 07/10/14 and Tl-201 was last used 12/07. No other isotopes, 
except sealed sources: Cs-137, Ba-133 and Co-57, were used at this facility. 

Visual Check 

The area was checked to ensure that all radioactive waste had been removed. No 
radioactive material was located. 

Radiation Level Survey 

No area within the department demonstrated radiation levels in excess of the 
background reading of 0.02 mR!hr. 
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Removable Contamination 

MPC 
MEDICAL PHYSICS 
CONSUL TAr..ITS, INC. 

1 minute counts of a wipe sample covering at least a1 00 square centimeter area 

Background count: 

Area 
1 
2 
3 
4 
5 
6 
7 
8 
9 
10 
11 
12 
13 
14 
15 
16 
17 
18 
19 
20 
21 
22 

Result 
4 dpm 
4 
4 
4 
4 
0 
0 
0 
0 
0 
58 
58 
58 
58 
58 
40 
40 
40 
40 
40 
84 
84 

189 cpm 

Area 
23 
24 
25 
26 
27 
28 
29 
30 
31 
32 
33 
34 
35 
36 
37 
38 
39 
40 
41 
42 
43 
44 

Result 
84 dpm 
84 
84 
44 
44 
44 
44 
44 
72 
72 
72 
72 
72 
96 
96 
96 
96 
96 
50 
50 
50 
50 

Maximum removable contamination: 96 net dpm/100 cm2 

Conclusion 

As of August 7, 2014 all radioactive materials were removed from the site and no 
removable contamination was present. 
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Oakland Imaging Diagnostic Center - North 
3950 S. Rochester Road, Suite 101 
Rochester Hills, Ml 

Oakland Imaging Diagnostic Center- North, 3950 S. Rochester Rd., Ste.1200 

Reception Area different suite 

40 41 43 44 
42 

Imaging Room 

Hallway 

8' 10" 36 37 38 -~l 39 
), 

j 35 33 34 32 'iil 31 I 

26 28 30 27 29 

20 21 22 23 24 25 

·20'5.5" 

Reception Area 

OAKLAND IMAGING DIAGNOSTIC CENTER Close-out August 2014 

MPC 
MEDICAL PHYSICS 
CONSULTANTS, INC. 

~Stress 
Room 

14 8 6-.7 
19 Hot 5 

13 Lab I 

1815 9 4 3 

12 2 1 

17 
1610 

I 11 

Hallway 

NJ 
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FecEx 
RECEIVED AUG 1 & 28M 

Packaqe 
• US Alfbi/1 

~:~r's PAT C !OTT! Phone 248 544-9050 

Company OAI-\LAND IMAGING DIAG CENTER 

Address 27483 DEGUINDRE RD STE 101 -
D~ 

Citv I"~ADISON HEIGHTS StaiB Ml ZIP 49071-5700 

RIS&IYiiD :AUG 1 & 21M 

Address 
U11ttlil lin• for'lhe HOLD \acltion tddrta ~for continuation of your shipping addrta. 

1, b ZIP ", -~ ~i - -t ~~ ~- ~ 

0101229904 

L 111111m111111111 
8020 3530 7962 

4 Express Package Service ·re-NOTE:_anllr._ctooogod. __ ..,_,. 

Next Busmess D<~y 

5 Packaging ·----

7 Payment Billtlll: 

Rev. Date 2/12 • Pert 1183134 • C1994-2012 FedEx • PRINTED IN U.S.A. S~ 

0 FedEx 
Tube 0 Other 

0 Rv"f.l.C:uN11115 --•--1<11 
0 CAfgo Aircraft Only 


